MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY
BREATH ALCOHOL PROGRAM RECEIVED

DATAMASTER MAINTENANCE REPORT By Carol Day at 3:20 pm, Mar 19, 2014

Complale lhls report at the tima of the regular monihly preventive mainlenance check (not lo exceed 35 days).
Gomplate 1his report whenever the instrument Is sewviced or repalred an-! whenevar il Is placed into service,
Retain the original and send a copy within 15 days to lha Breath Alcohe: Program, DHSS.

DATAMASTER SN MNAME OF AGENCY DAIE OF INSPECTION
202001 Troop A HQ 03/14/2014
LOCATION OF INSTRUMENT (STREET AND Ty} TIME OF INSPECTION
2920 North Shamrock Road, Jeffersen City 14:02

CHECKLIST: Place a mark in the box by eachitem if found to be satislactory or If operallng wilhin established fimils. {Write in observed values
where detarmined.) Unmarked ilems must be gorrected before using instrument.

i DIAGNOSTIC CHECK {PRINTOUT ATTACHED) DATE AND TIME {from printout) 0314/2014 @ 14:02

COMPUTER

/] DETECTOR

b prOGRAM W] FILTERS

{v/] HEATERS SAMPLE GHAMBER +49°C /] QUARTZ STANDARD

FLOW DETECTOR /] CALIBRATION

V] PUMP HIGH SPEED W PRINTER
INDICATOR LIGHTS _
! SIMULATOR SOLUTION SUPPLIER _ Gulh Laboratories LOT # 13060 EXP. DATE __02/04/2015
] SIMULATOR TEMP (34°C £ 0.2°C) __ *3400°C guiiiATOR SN DR5382 EXP. DATE ___ 121022014

] CALIBRATION CHECK — (ONLY ONE STANDARD J$ TO BE USED PER MAINTENANCE REPORT)

Run lhree lests using a standard solution. All thres fesls must be within 25% of Ihe slandard value and musl have a spread of 005 or
less. Mark the box carresponding lo the standard solution being used. (PRINTOUT ATTACHED)

{ ]0.100% SYANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
{]o.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
bv] 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST t =

D40 TEST2 & 040 TEST3 W 040

Vi PERFORM R.EL TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS (N THE FOLLOWING FANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS) . ]

REFUSALS 0

{0-.04) 0 {.05-.08) ] (.10-.14} 0 {-15-.19) 0 OVER .19 0

SHGNATURE

’ il

LIST AlY NEW PARTS AND DESCAIBE ANY ALTERATION OR MOIMFICATION THAT WAS MADE TO AESTORE THE INSTRUNMENT TO OPERATE SATISFACTORILY AND YNTHIM ESTABLISHED LILUTS
{USE OTHER SI0E IF KECESSARY}.

Removed APROTEK: modem PG bodrd from CPU PC board. Replaced RAM module. Placed deoxidition sclution on tines of sample chamber Malex plug
altached to J3 on sample chamber control PC board. Replaced printer ribbon. Calibrated instrument,

INSPECTING OFFICER -

PRINT FULL tAME

{ed, Q @/OLU'Q/L! Dawayne D, Carver

TYPE if PERMIT MOERIXBIAFON DATE. \__ TELEPHONE NUMEBER
230101 (\)’ 05/28/2015 (673) 7514722
RETURN COMPLETED REPORT TO THE: Brealh Alcohol Program, MO Dopartment of Heallh and Senior Services, Soulheast Districl Office
: 2875 James Bivd.
Poplar Bluff, MO 63901
MO 550-5468 (2-08) AN EQUM. CPPORTUNITYAFRRMATIVE AGT-ON EMPLOYER LAB-1E

$3VES Drovdod on & N s Ay Bays




GUTH LABORATORIES, INC.

830 NORTH &7th STREET © HARRISBURG, PA 17111- 4514 @ TELEPHONE: T47-364-5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 13060 of
Alcohol Reference Solution for Simulator were analyzed by
gas  chromatography on February 7, 2013, using a Perkin Elmer Gas
Chromatograph Autosystem XI. S/N: ,610N9030209, and found to contain
0.0482% (wivol) ethyl alcohol. The expiration date for this lot
number is February4,2015 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol
analysis instrument reading of 0.040 g/210L +/- 3%.

The alcohol and water used in this solution were

free of test interfering substances.

<~

Ted L. Pauley, Presidént
GUTH LABORATORIES, INC.

NIST Traceability:

Testing was conducted using Cerilliant Reference Standard lot number FNIZ0110-04 whose
values are traceable to NIST.

All balances are calibrated annually by an outside agency using NIST traceable welghts.
Calibration verification is done prior to each use utilizing NIST traceable weights.
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FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
Evidence Ticket
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